and incorporated into previous commercial systems (9, 10, 22, 30) .
However, the configuration of the ADC-500 allows an increase in cell throughput of 5-10 times that available previously and allows stand-alone operation due to automation of all phases of the differential.
DESIGN OBJECTWES
The statistical sampling error inherent in a 100-cell differential has been shown to cause sufficient variation Here, its functions will only be outlined. Figure  10 illustrates the data flow in the preprocessor. Table  II .
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